BI-29-"20 88:50 FROM-whitehall PD

SUFERVISOR TEST

S

WHITEHALL VILLAGE
POLICE DEPT.
DATAMASTER dmt: 113806

OPERATOR NAME:
ERYAN J GRECO
Permit #: 44077

Operator Agency/Dept: WHITEHALL VILL. £.D.

Reference Standard #: 20240

Nominal = 0.10 g/210L

BLANE TEST Q.00
INTERNAL S5TANDARD VERIFIED
REFERENCE S$TANDARD TEMP 33.99¢
REFERENCE STANDARD 0.09
BLANK TEST 0.00
BEFERENCE STANDARD TEMP 33.99¢C
REFERENCE STANDARD ‘ 0.09
ELANK TEST 0.00
REFERENCE STANDARD TEMP 33.92¢
REFERENCE STANDARD n.0g9
BLANEK TEST 0.00
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